[Evaluation of the automatic mixing process in clinical biochemical studies].
The method of physical simulation of agitation process is presented. In the course of simulation the imitation of viscous solution properties has been shown to contribute to approximation of the physical model of the agitation process occurring in the real conditions. Moreover, inadequate agitation influences the correctness of the results obtained in clinical biochemical tests of glucose and total bilirubin by using the automated device AB-1.